This paper presents a total phosphorus online real-time monitoring system integrated with on-chip digestion based on the merits of optofluidic technology. The integrated optofluidic device contains a hollow optical fiber employed for pretreatment and digestion of phosphorus solution samples, a polydimethylsiloxane (PDMS)-based micromixer with convergent-divergent walls designed to enable sufficient mixing and chromogenic reaction, and a couple of optical fiber collimators attached with a Z-shaped flow cell for optical detection. Details of system design and fabrication are introduced in this paper. In the experiment, on-chip digestion of four typical phosphates in aqueous solution including organophosphorus and inorganic phosphorus is investigated under different reaction conditions, such as digestion temperature, concentration of oxidant and pH value, and the optimal reaction parameters are explored under different conditions. Meanwhile, we demonstrate the online real-time monitoring function of the optofluidic device, and the digestion mechanisms of four different phosphates are analyzed and discussed. Compared with the national standard method, we find that the measurement accuracy and sensitivity are acceptable when the concentration of total phosphorus is between 0.005-0.9 mg/L (by weight of P) in aqueous solution, which covers the range defined in the national standard. The traditional digestion time of several hours is greatly reduced to less than 10 s, and the content of total phosphorus can be obtained in a few minutes. The integrated optofluidic device can significantly shorten the test time and reduce the sample amount, and also provides a versatile platform for the real-time detection and analysis of many biochemical samples.
Introduction
Phosphorus is one of the indispensable nutrients for all kinds of natural water. However, excessive phosphorus in water will cause eutrophication and seriously deteriorate the ecological environment [1] [2] [3] . Therefore, monitoring of total phosphate in surface water, sewage and industrial wastewater has become a focus all over the world. Various methods have been tried in recent years, such as electrochemical methods, chromatography, mass spectrometry, optical detection methods and
Design and Principle

Device Design
The design and 3D diagram of the integrated optofluidic device are shown in Figure 1a . It mainly consists of three functional parts: The first one is a spiral hollow optical fiber (Figure 1a inset) with the total length of 27 cm and inner diameter of 100 µm as a microchannel for the phosphorus digestion reaction; the second part is a PDMS-based micromixer for the chromogenic reaction; finally, the optical detection part is composed by a Z-shaped flow cell and a couple of optical fiber collimators. All the above functional parts are fixed on a glass slide (7.5 cm × 3 cm). A miniature heater (3 cm × 3 cm) is placed under the spiral hollow optical fiber to construct a high temperature and high pressure surrounding for phosphorus digestion reaction. When the aqueous phosphorus samples and oxidant are simultaneously injected into the hollow optical fiber in proportion by a syringe pump, the heater supplies enough heat quantity and pressure for the digestion reaction while avoiding gas bubble generation. For the part of chromogenic reaction, chromogenic agent A (ascorbic acid solution) and chromogenic agent B (ammonium molybdate solution, concentrated sulfuric acid and antimony potassium tartrate solution) are injected into the micromixer and reacts with the digested samples. Here, the micromixer is designed with typical convergent-divergent walls with the microchannel height of 150 µm [14] . Finally, the chromogenic samples are transferred to the Z-shaped flow cell for optical absorption detection.
The details and cross section of the Z-shaped flow cell are shown in Figure 1b , which is mainly constructed by PDMS-based microchannel with the dimension of 10 mm (L) × 1.5 mm (W) × 1.5 mm (H), and a couple of optical fiber collimators output with a multimode optical fiber (MMF) pigtail embedded on both sides of the flow cell [15] . The fabrication details are similar to our previous work [6] . Here, the length of flow cell and light path is designed as 1 cm by the Beer-Lambert law, and the outer diameter of the OFC is 1 mm for its assembly and easily alignment. Between the solution samples and the OFC, there were two quartz sheets (5 mm × 5 mm × 100 µm) inserted to avoid the influence on the optical absorption test. The details and cross section of the Z-shaped flow cell are shown in Figure 1b , which is mainly constructed by PDMS-based microchannel with the dimension of 10 mm (L) × 1.5 mm (W) × 1.5 mm (H), and a couple of optical fiber collimators output with a multimode optical fiber (MMF) pigtail embedded on both sides of the flow cell [15] . The fabrication details are similar to our previous work [6] .
Here, the length of flow cell and light path is designed as 1 cm by the Beer-Lambert law, and the outer diameter of the OFC is 1 mm for its assembly and easily alignment. Between the solution samples and the OFC, there were two quartz sheets (5 mm × 5 mm × 100 µm) inserted to avoid the influence on the optical absorption test.
Materials and Instruments
Potassium persulfate (K 2 SO 4 ), sodium hydroxide (NaOH), sodium glycerophosphate (C 3 H 7 Na 2 O 6 P), sodium tripolyphosphate (Na 5 P 3 O 10 ), tetrasodium pyrophosphate (Na 4 P 2 O 7 ) and disodium guanosine 5 -monophosphate (C 10 H 12 N 5 Na 2 O 8 P) were purchased from Sinopharm Chemical Reagent Co. (Shanghai, China); the details of the 4 phosphates are shown in Table 1 Polydimethylsiloxane (PDMS, DC184) was purchased from Dow Corning Co. (Midland, MI, USA). Ascorbic acid solution, ammonium molybdate, concentrated sulfuric acid and antimony potassium tartrate were purchased from Sinopharm Chemical Reagent Co. (Shanghai, China), and used to prepare the chromogenic agent A and B. The syringe pump was purchased from Longer Precision Pump Co. (LSP02-2B, Baoding, China). The UV-Vis spectrometer and the halogen lamp is purchased from Avantes technology Co. (AvaSpec-ULS2048L, Apeldoorn, The Netherlands). The fiber collimators are customized from YiHao communication technology co., Ltd (Wuhan, China). 
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Fabrication of the Optofluidic Device
Firstly, the hollow optical fiber for phosphorus digestion reaction was spirally coiled fixed on a glass side by UV-curable adhesive on a glass slide as shown in Figure 1a inset. Then, the microchannels for the chromogenic reaction and the Z-shaped flow cell were fabricated by the standard photolithography [6] . Before molding the PDMS-based microchannel, the sites for fixing the OFC had also been designed and reserved in advance. On both sides of the flow cell along the 
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Firstly, the hollow optical fiber for phosphorus digestion reaction was spirally coiled fixed on a glass side by UV-curable adhesive on a glass slide as shown in Figure 1a inset. Then, the microchannels for the chromogenic reaction and the Z-shaped flow cell were fabricated by the standard photolithography [6] . Before molding the PDMS-based microchannel, the sites for fixing the OFC had also been designed and reserved in advance. On both sides of the flow cell along the direction of light path, there were two small holes with larger size than the OFCs for fixing them. When performing the alignment, both of a couple of OFCs were nipped on 5D optical stages, and one was connected with the light source and the other one is jointed with an optical power meter. Once the alignment was conducted to obtain the maximum optical power displayed on power meter, the holes were sealed by UV-adhesive and PDMS, and the OFCs were fixed and released.
Calibration of the Optofluidic Device
When measuring the phosphate in water, the phosphate is usually converted into PMo heteropoly blue by the chromogenic reaction, which has a strong characteristic absorption peak at about 890 nm [5] . First, the light source used for the detection is calibrated and measured by spectrometer. Its spectrum is shown in Figure 2a with a broadband wavelength range of 600-900 nm and spanned the characteristic absorption peak of PMo heteropoly blue [16] . The power of the equilibrium halogen lamp is 10 W and the output optical power of pigtail is about 17 µW and the variation of light intensity was measured to less than 2% in 1 h.
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When measuring the phosphate in water, the phosphate is usually converted into PMo heteropoly blue by the chromogenic reaction, which has a strong characteristic absorption peak at about 890 nm [5] . First, the light source used for the detection is calibrated and measured by spectrometer. Its spectrum is shown in Figure 2a with a broadband wavelength range of 600-900 nm and spanned the characteristic absorption peak of PMo heteropoly blue [16] . The power of the equilibrium halogen lamp is 10 W and the output optical power of pigtail is about 17 µW and the variation of light intensity was measured to less than 2% in 1 h. Before the experiment, we conducted the pre-experiment. Three potassium phosphate monobasic (KH2PO4) solution samples with different concentrations were directly pumped in the device and converted to PMo heteropoly blue, and then the optical transmission was measured and transferred to the absorbance plotted in Figure 2b . There are two absorption peaks in the spectrum at 882 nm and 700 nm, and the absorption at 882 nm were chosen as the characteristic absorption peaks related to the concentration changes of PMo heteropoly blue solutions.
Online Monitoring of Phosphate by the Optofluidic Device
In the experiment of phosphate online digestion and online real-time monitoring, sodium glycerophosphate (C3H7Na2O6P), sodium tripolyphosphate (Na5P3O10), tetrasodium pyrophosphate (Na4P2O7) and disodium guanosine 5'-monophosphate (C10H12N5Na2O8P) were employed as the typical phosphate solution samples, and their initial concentration was set as 0.3 mg/L (by weight of P). Ascorbic acid (C6H8O6) was used to prepare the chromogenic agent A. Meanwhile, ammonium molybdate [(NH4)6Mo7O24·4H2O)], potassium antimony tartrate (KSbC4H4O7·1/2H2O) and H2SO4 were used to prepare the chromogenic agent B. Potassium persulfate (K2S2O8) was utilized as digesting oxidant [12, 17, 18] . Various parameters affecting the performance of the optofluidic platform were investigated, such as digestion temperature (controlled by the heater), pH values (adjusted by adding H2SO4/NaOH solutions) and the initial concentration of the K2S2O8 solution. Before the experiment, we conducted the pre-experiment. Three potassium phosphate monobasic (KH 2 PO 4 ) solution samples with different concentrations were directly pumped in the device and converted to PMo heteropoly blue, and then the optical transmission was measured and transferred to the absorbance plotted in Figure 2b . There are two absorption peaks in the spectrum at 882 nm and 700 nm, and the absorption at 882 nm were chosen as the characteristic absorption peaks related to the concentration changes of PMo heteropoly blue solutions.
Experimental Results
Simulation of the Flowing in the Micromixer
Online Monitoring of Phosphate by the Optofluidic Device
In the experiment of phosphate online digestion and online real-time monitoring, sodium glycerophosphate (C 3 H 7 Na 2 O 6 P), sodium tripolyphosphate (Na 5 P 3 O 10 ), tetrasodium pyrophosphate (Na 4 P 2 O 7 ) and disodium guanosine 5 -monophosphate (C 10 H 12 N 5 Na 2 O 8 P) were employed as the typical phosphate solution samples, and their initial concentration was set as 0.3 mg/L (by weight of P [12, 17, 18] . Various parameters affecting the performance of the optofluidic platform were investigated, such as digestion temperature (controlled by the heater), pH values (adjusted by adding H 2 SO 4 /NaOH solutions) and the initial concentration of the K 2 S 2 O 8 solution.
Experimental Results
Simulation of the Flowing in the Micromixer
In order to demonstrate the effective mixing of fluids in the microreactor, COMSOL Multiphysics ® (5.4, COMSOL, Inc., Stockholm, Sweden) was employed to simulate and obtain the flow in the micromixer. During the mixing process, we set the initial velocity at the inlet as 0.083 m/s (50 µL/min) and 0.025 m/s (15 µL/min). As shown in Figure 3a , the main microchannel was first divided into two sub-channels and then reconfigured at periodic intervals along the length of the microchannel. The sub-channels were provided with sinusoidally varying convergent-divergent walls. The outer wall and the center circle exert centripetal and centrifugal forces on the liquid as it flows through it, which caused more distortion of concentration lamina and faster mixing at various cross-sectional planes of the microchannel, as shown in Figure 3b [13, 14] . The microflow was also accelerated at the throat of each converging-diverging cell to further improve the performance of the micromixer as in Figure 3c . Moreover, it was found that the mixing was nearly completed when flowing into the second cell. Therefore, the design of convergent-divergent wall could ensure the thoroughly mix and chromogenic reaction before the optical detection.
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Calibration of Total Phosphorus
To calibrate the performance of the optofluidic device for online real-time detecting the total phosphorus, the Beer-Lambert law [19, 20] is utilized to obtain the absorbance and concentration changes of PMo heteropoly blue, which could be expressed as follows:
where A is absorbance, I and I0 are the light intensity of incident light and transmission light, respectively, k is the molar absorptivity with units of L/(mol·cm), c is the concentration of the compound in solution, expressed in mol/L, l is the path length of the sample in the flow cells.
In the experiment, 32 standard phosphate solution samples with different concentrations (potassium dihydrogen phosphate) were firstly prepared ranging from 0.005 to 0.9 mg/L, which covered the range of the national standard. Before the chromogenic reaction, both the chromogenic agent A and chromogenic agent B were injected at the flow rate of 15 µL/min to carry out absorbance baseline to avoid the experimental errors. After that, the different standard phosphate solution samples were pumped in at the flow rate of 50 µL/min for the chromogenic reaction and were converted to PMo heteropoly blue for optical absorption measurement. The absorbance as the function of the concentrations of standard phosphate solution samples are plotted in Figure 4 and the inset shows the different PMo heteropoly blue samples converted by typical standard phosphate 
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In the experiment, 32 standard phosphate solution samples with different concentrations (potassium dihydrogen phosphate) were firstly prepared ranging from 0.005 to 0.9 mg/L, which covered the range of the national standard. Before the chromogenic reaction, both the chromogenic agent A and chromogenic agent B were injected at the flow rate of 15 µL/min to carry out absorbance baseline to avoid the experimental errors. After that, the different standard phosphate solution samples were pumped in at the flow rate of 50 µL/min for the chromogenic reaction and were converted to PMo heteropoly blue for optical absorption measurement. The absorbance as the function of the concentrations of standard phosphate solution samples are plotted in Figure 4 and the inset shows the different PMo heteropoly blue samples converted by typical standard phosphate solutions with relative concentrations. Each data point was repeated for three times and the error bar represents the standard deviation of the mean. The standard curve presents a good linearity and could match best with the following equation:
where A is the absorbance of the blue complex formed by the chromogenic reaction after deducting the background, and c is the concentration of total phosphorus solution samples. When measuring the amount of phosphates in aqueous samples, we can obtain the real digestion rate through the standard curve and the absorbance. Results suggest that the designed optofluidic device can be used for measuring the concentration of total phosphorus in aqueous samples.
Micromachines 2019, 10, x 7 of 12 solutions with relative concentrations. Each data point was repeated for three times and the error bar represents the standard deviation of the mean. The standard curve presents a good linearity and could match best with the following equation:
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The Overall Performance of Optofluidic Device
Effect of Temperature
Temperature was an important factor affecting the phosphate digestion processes. It affected the activity of oxidant and caused gas bubbles generated easily in microchannels especially at a higher temperature which not only influenced the flow and reaction, but also the following on-chip optical detection. If the bubbles enter the Z-shaped flow cell, it will cause huge error for optical detection. Thus, the effect of temperature was investigated in the experiment. A miniheater was placed under spiral microchannel of the digestion to adjust the reaction temperature, and the different typical phosphates solution samples including inorganic phosphate and organic phosphate with the same concentration of 0.3 mg/L (by weight of P) were prepared and pumped into the optofluidic device with the flow rate of 50 µL/min [5] . Meanwhile, the concentration of K2SO4 was prepared as 50 g/L and the flow rate of K2SO4 and chromogenic agent A and B was set as 15 µL/min. Before recording the spectrum, we usually waited for about 10 min and used an infrared thermometer to calibrate the temperature of the hollow optical fiber for ensuring the stable reaction and detection. Each data point was repeated for three times, the error bar represents the standard deviation of the mean of the three data points. We calculated the concentration of orthophosphates in Figure 5-7 according to the standard curve ( Figure 4 ) obtained in section 3.2. The experimental results were plotted in Figure 5 . The digestion temperature was adjusted and controlled between 50 °C and 120 °C. It was found that K2SO4 lost its oxidizing activity and all phosphate nearly remained undigested when the temperature was set below 60 °C. With the increase of temperature, the digestion rate of the four kinds of phosphate rises sharply and reaches the highest rate at 120 °C, which indicated that the effect of temperature on the digestion was very large. The digestion rate of tetrasodium pyrophosphate was 
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Effect of Concentration of the Oxidant
The initial concentration of the oxidant could affect the digestion of phosphate. In the microreactor, the amount of oxidant was a trace amount, and the digestion time was relatively short, and incomplete digestion reaction might exist in the device. Therefore, it is essential to explore the best concentration of oxidant. Based on the optimal reaction temperature obtained in the last section, the digestion concentration of the oxidant was investigated by using different concentrations of K2SO4 between 0-50 g/L while controlling the reaction temperature at 90 °C. In this experiment, all the involved reagents were pumped into device at the same flow rate mentioned in the last section. The experimental results are shown in Figure 6 . Each data point was repeated for three times, and the error bar represented the standard deviation of the mean. For all the phosphates employed, the digestion rate increased with the increase of the initial concentration of K2SO4. The digestion rate of tetrasodium pyrophosphate was still the highest, followed by sodium glycerophosphate and sodium tripolyphosphate, and disodium guanosine 5'-monophosphate was still relatively difficult to digest. When the concentration of oxidant was adjusted larger than 30 g/L, the digestion rate reached the maximum and tended towards saturation. This was because the concentration of potassium persulfate was sufficient for the digestion reaction in the optofluidic device, however, in this event, the digestion was still an incomplete digestion which might be limited by the reaction temperature and reaction time. However, compared with the traditional digestion reactors, the reaction time has been immensely shortened to less than 10 s. 
Effect of pH Value
The pH value was also a key parameter to influence the digestion reaction, and the oxidant in particular presented higher oxidation activity under alkaline conditions. In the experiment, H2SO4 and NaOH were employed to adjust the pH value of the initial phosphate solution, while the temperature was set at 90 °C and the initial oxidant concentration was prepared as 50 g/L. All reagents involved were set as the same flow rates referred in Section 3.3.1. When the pH value of the reaction system was adjusted between 9-11, phosphorus existed mostly in the form of HPO4 2− , which easily produced more H3PO4. However, when the pH value was adjusted to larger than 11, the content of PO4 3− would increase in the reaction system, which was more conducive to the to between 11-12.4 . Each data point was repeated for three times, and the error bar represented the standard deviation of the mean. As seen from the results plotted in Figure 7 , when pH values were adjusted between 11-11.7 , the digestion for all four kinds of phosphates presented a constant reaction rate. However, when pH value was larger than 11.7, all the digestion rates dropped sharply, becoming lower than 10% at pH = 12.4. Tetrasodium pyrophosphate still showed the largest digestion rate in the exploration of pH value effects. 
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The initial concentration of the oxidant could affect the digestion of phosphate. In the microreactor, the amount of oxidant was a trace amount, and the digestion time was relatively short, and incomplete digestion reaction might exist in the device. Therefore, it is essential to explore the best concentration of oxidant. Based on the optimal reaction temperature obtained in the last section, the digestion concentration of the oxidant was investigated by using different concentrations of K 2 SO 4 between 0-50 g/L while controlling the reaction temperature at 90 • C. In this experiment, all the involved reagents were pumped into device at the same flow rate mentioned in the last section. The experimental results are shown in Figure 6 . Each data point was repeated for three times, and the error bar represented the standard deviation of the mean. For all the phosphates employed, the digestion rate increased with the increase of the initial concentration of K 2 SO 4 . The digestion rate of tetrasodium pyrophosphate was still the highest, followed by sodium glycerophosphate and sodium tripolyphosphate, and disodium guanosine 5 -monophosphate was still relatively difficult to digest. When the concentration of oxidant was adjusted larger than 30 g/L, the digestion rate reached the maximum and tended towards saturation. This was because the concentration of potassium persulfate was sufficient for the digestion reaction in the optofluidic device, however, in this event, the digestion was still an incomplete digestion which might be limited by the reaction temperature and reaction time. However, compared with the traditional digestion reactors, the reaction time has been immensely shortened to less than 10 s.
Effect of pH Value
The pH value was also a key parameter to influence the digestion reaction, and the oxidant in particular presented higher oxidation activity under alkaline conditions. In the experiment, H 2 SO 4 and NaOH were employed to adjust the pH value of the initial phosphate solution, while the temperature was set at 90 • C and the initial oxidant concentration was prepared as 50 g/L. All reagents involved were set as the same flow rates referred in Section 3.3.1. When the pH value of the reaction system was adjusted between 9-11, phosphorus existed mostly in the form of HPO 4 2− , which easily produced more H 3 PO 4 . However, when the pH value was adjusted to larger than 11, the content of PO 4 3− would increase in the reaction system, which was more conducive to the chromogenic reaction. Therefore, in this experiment, we adjusted the pH value of the reaction system to between 11-12.4 . Each data point was repeated for three times, and the error bar represented the standard deviation of the mean. As seen from the results plotted in Figure 7 , when pH values were adjusted between 11-11.7, the digestion for all four kinds of phosphates presented a constant reaction rate. However, when pH value was larger than 11.7, all the digestion rates dropped sharply, becoming lower than 10% at pH = 12.4. Tetrasodium pyrophosphate still showed the largest digestion rate in the exploration of pH value effects.
Discussion for the Digestion Reaction
According to the above experimental studies of phosphate digestion under different conditions, the tetrasodium pyrophosphate always presented the highest digestion rate among the four typical phosphates, followed by sodium glycerophosphate and sodium tripolyphosphate, and the disodium guanosine 5 -monophosphate seemed to be the most difficult one to digest. That result might be related to their molecular structures and the breaking of covalent bonds, which were shown in Table 1 by red dash lines.
The digestion of phosphate was essentially an oxidation reaction. Under alkaline conditions, the oxidant K 2 SO 4 solution could generate hydroxyl radicals when heated to a specific temperature, which would oxidize and convert the four typical phosphates to the orthophosphates for the further chromogenic reaction. It can be seen from the experimental results that the digestion of inorganic phosphorus was easier to achieve than that of organic phosphorus. For the inorganic polyphosphate, tetrasodium pyrophosphate and sodium tripolyphosphate have similar molecular structures, but the former has lower polymerization degree and was easy to hydrolyze to orthophosphate under heating conditions. Therefore, heating an oxidant can simultaneously promote its digestion, resulting in the best digestion efficiency.
However, as for the two organic phosphates, the digestion rate of sodium glycerophosphate was higher than that of disodium guanosine 5 -monophosphate. This was because the steric hindrance effect of sodium glycerophosphate was lower, and the two hydroxyl hydrogen bonds in its structure made the O-C bond more easily disconnected and promoted the oxidation of phosphate ions. Disodium guanosine 5 -monophosphate had complex molecular structure, a high steric hindrance effect and more difficult oxidation reaction, and the amino and purine ring oxidation sites in its structure would also consume the oxidants in the reagents. Therefore, the digestion rate of disodium guanosine 5 -monophosphate would be comparatively lower when adding the same amount of oxidants.
Discussion
The optofluidic device integrates a high-temperature and high-pressure reaction chamber for pretreatment, a micromixer for chromogenic reaction and a flow cell for optical absorption, which can be used for rapid on-chip pretreatment, and detection of various biochemical samples and reactions to quantify their efficiency and optimize the operating conditions. In this kind of optofluidic detection system, comprehensive data on biochemical samples can be obtained less than 10 s, which is much faster than other bulky reactors which often take several hours or more time by traditional methods. It also avoids the complex pretreatment, sampling, cleaning and measurement, as the fluid sample can self-refresh the flow cell by itself efficiently. Therefore, this kind of optofluidic device is especially suitable for the rapid analysis and characterization of biochemical reactions that need rapid pretreatment of samples of trace amount, rather than other on-site sampling, laboratory pretreatment and measurement technologies.
It is worth mentioning that there may be a small amount of molecular adsorption and microbubble adsorption on the inner wall of the flow cell, especially under the high temperature and high pressure environment, which may affect the reaction and optical path test, and bring the measurement errors. Therefore, it is necessary to control the temperature and normalize the cleaning processes, so as to improve the repeatability and accuracy of the measurement. Beyond that, we used one-factor-at-a-time (OFAT) optimization testing of the reaction conditions (digestion temperature, concentration of oxidant, pH) in this experimental exploration, and thus our testing ran the risk of only finding a local optimum. OFAT experiments cannot tease out interactions between the variables, as a factorial approach might uncover.
In addition, the optical detection part utilizes a couple of commercial optical fiber collimators, which can easily be adjusted and installed. Although its precision and sensitivity may not be comparable with that of gas chromatography (detection limit: 10 −5 mg/L), it does omit many complex and expensive optical elements. In fact, the measurement range and sensitivity can meet the needs of most detection by optical absorption measurements.
Conclusions
In conclusion, an integrated optofluidic platform enabling the total phosphorus on-chip digestion and online real-time monitoring was designed and fabricated, which was constructed with a digestion functional cell, chromogenic reaction cell and Z-shaped flow cell combined with optical fiber collimators for optical absorption measurement. When exploring the different factors affecting on the digestion of total phosphorus in the optofluidic platform, the digestion temperature, initial concentration of the oxidant and pH value were investigated. When the reaction temperature was fixed at 90 • C, the concentration of oxidant prepared to be 30 g/L and the pH value adjusted to be between 11-11.7, the maximum digestion rate of tetrasodium pyrophosphate could reach up to about 75%. The different digestion mechanism of four different phosphates were also analyzed and discussed. The integrated optofluidic device can conduct a rapid pretreatment and detection of total phosphorus in 10-20 s and obtain the analysis result in a few minutes. Meanwhile, the detection ranges between 0.005-0.9 mg/L and the detection accuracy in this work is acceptable and covers the Chinese national standard. Combined with the advantages of short-time pretreatment and trace amount of samples, this kind of integrated optofluidic system could provide a versatile platform for the study of on-chip pre-reaction and online real-time analysis of various biochemical samples.
